KN95 masks

Product Description & Test Report
KN95 masks

1.non-woven water blocking layer+Melt blown cloth
filter layer*2+High efficiency filter cotton+Non woven

fabric skin friendly absorbent layer
2.50pcs/bag

3.1000pc/carton

4.Carton Size: 75*30.5*55cm

5.CE/FDA Certification+Test Report






Note:

BFE=Bacterial Filtration Efficiency

PFE=Particulate Filtration Efficiency



Certificate of Compliance

No. 0H200313.YLUUé6
Test Report no. XMT0202001039LY/PPE

Certificate's
Holder:

t— ZGA —s

Certification ECM
Mark:
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) Product: Daily protective mask
) Model(s): KN95
| Verification to: Standard:

EN 149:2001+A1:2009
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related to CE Directive(s):
R 2016/425 (Personal Protective Equipment)

=

o
L

A

Remark: The product(s) has been verified on a voluntary basis. The product(s) satisfies the requirements of
the Certification Mark of ECM, in reference to the above listed Standard(s). The above Compliance Mark
can be dffixed on the product(s) accordingly to the ECM regulation about its release and its use. The
regulation can be found at www.entecerma.it. This Certificate of Compliance can be checked for validity
at www.entecerma.it

This verification doesn't imply assessment of the production of the product(s).

Additional information, clarification about the C€ Marking:
We attest that a TCF for the CE€ Marking process is in place. Whereas the
Manufacturer is Responsible to start the (€3 Marking Certification Procedure through
an appointed Notified Body and the perform all the necessary activities, as required
by the Directive and accepted by the Notified Body, before placing the C€ Mark on
the product(s).

Date of issue 13 March 2020 Expiry date 12 March 2025
Service Manager Deputy Manager
Luca Bedemmi,

Ente Certificazione Macchine Srl
Via Ca' Bella, 243 - Loc. Castello di Serravalle - 40053 Valsamoggia (BO) - ITALY
® +39 051 6705141 = +39 051 6705156 info@entecerma.it & www.entecerma.it

Certificate — Ceptmdomnkar —
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No: XMT0202001035LY/PPE

EC Declaration of conformi

Council Directive R 2016/425 (Regulation on Personal Protective Equipment)

Certify that the product described is in conformity with the Directive R 2016/425
as amended

Product Name:

Daily protective mask

Item No:

KN95

The product has been assessed by the application of the following standards:

EN 149:2001+A1:2009

Issue place and date Company stamp and Signature of authorized personnel
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The 3™ Party Certificate of

FDA Medical Device Registration & Listing

Establishment
Status: Active | Date of Registration Status: 2020 {M %a))
Is b}
Devices Listing Infarmretion
201 Listing Number: D37**** d lo1}
Proprietary Name: ~ Daily protective mask, KNg5
Listing Number: N/A
#02 X 2
Proprietary Name: /A
#03 Listing Number: N/A
Proprietary Name: ™/
704 Listing Number: N/A
Proprietary Name: /A
Listing Number: N/A
#05 G s
Proprietary Name: N/A
Caution: Please careful protect your device Listing Number. * Remark: More devices continued on next page [if applicable].
- Above lists one (1) devices of this establishment has been listed with U.S. FDA -
Professional FDA register services, from XMTEST www.xmtest.org
Need help? Contact us, at +85 021-6104 9808 or xmtest@xmtest.org
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No: XMT0202001035LY/PPE

Yiwu Lvjian daily necessities Co. , Ltd.

CE Technical Documents

Product name: Daily protective mask
Applied Directive : Regulation on Personal Protective Equipment (R 2016/425)
Document No.: XMT0202001035LY/PPE

Revision: V0

Compiled by: ;

ok s Sadie Date: 2020. 03. 16

(NamaTiao) O[/;m Date: /ézo. 03. {_A
| ! l.l lA ‘_ 1\ }

(rmaTaTep) M Date | ' 2020. 03. 16
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No: XMT0202001035LY/PPE

Applicant
Address

Test Item Description

Product Name : Daily protective mask
Standard : EN 149:2001+A1:2009
Model/Type Reference : KNS5

Test Case Verdicts
Test case does not apply to the test object : N(A.)
Test item does meet the requirement : P(ass)
Test item does not meet the requirement : F(ail)

General Remarks

+ This report shall not be reproduced except in full without the written approval of the testing laboratory.
+ The test results presented in this report relate only to the item tested.

+ Clause numbers between brackets refer to clauses in EN 149:2001+A1:2008.

+ “(see remark #)'refers to a remark appended to the report.

+ “(see Annex #)’refers to an annex appended to the report.

+ Throughout this report a point is used as the decimal separator.
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No: XMT0202001035LY/PPE

EN 149:2001+A1:2009

Respiratory protective devices — Filtering half masks to protect
against particles — Requirements, testing,marking

Classification

Particle filtering half masks are classified according
to their filtering efficiency and their maximum total
inward leakage. There are three classes of devices:
FFP1, FFP2 and FFP3.

FFP2 P

The protection provided by an FFP2 - or FFP3 -
device includes that provided by the device of lower
class or classes.

provided by an 5
FFP2

Designation

Particle filtering half masks meeting the requirements
of this European Standard shall be designated in
the following manner:

Particle filtering half mask EN 149, year of
publication, classification, option (where "D" is an
option for a non re-useable particle filtering half mask
and mandatory for re-useable particle filtering half
mask)."

Requirements

General

In all tests all test samples shall meet the
requirements.

7.2

Nominal values and tolerances

Unless otherwise specified, the values stated in this
European Standard are expressed as nominal
values. Except for temperature limits, values which
are not stated as maxima or minima shall be
subject to a tolerance of = 5 %. Unless otherwise
specified, the ambient temperature for testing shall
be (16-32) ° C, and the temperature limits shall be
subject to an accuracyof + 1 * C.

7.3

Visual inspection

The visual inspection shall also include the marking
and the information supplied by the manufacturer.

74

Packaging

Particle filtering half masks shall be offered for sale

packaged in such a way that they are protected
against mechanical damage and contamination
before use.

75

Material

Materials used shall be suitable to withstand
handling and wear over the period for which the
particle filtering half mask is designed to be used.

7.6

Cleaning and disinfecting

If the particle filtering half mask is designed to be
re-usable, the materials used shall withstand the
cleaning and disinfecting agents and procedures to
be specified by the manufacturer.”

7.7

Practical performance

The particle filtering half mask shall undergo practical
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No: XMT0202001035LY/PPE

10.3

The information supplied by the manufacturer shall
contain all information necessary for trained
and qualified persons on

application/limitations;

the meaning of any colour coding;

checks prior to use;

donning, fitting;

use;

maintenance (e.g. cleaning, disinfecting), if
applicable;

storage;

the meaning of any symbols/pictograms used
of the equipment.

104

The information shall be clear and comprehensible. If
helpful, illustrations, part numbers, marking shall be
added.

10.5

Waming shall be given against problems likely to be
encountered, for example:

fit of particle filtering half mask (check prior to
use);

it is unlikely that the requirements for leakage will
be achieved if facial hair passes under the face
seal;

air quality (contaminants, oxygen deficiency);

use of equipment in explosive atmosphere.

10.6

The information shall provide recommendations as to
when the particle filtering half mask shall be
discarded.

10.7

For devices marked "NR", a waming shall be given
that the particle filtering half mask shall not be used
for more than one shift."

Page 11 0f 13
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Zhejiang Light Industrial Products Inspection and Research Institute
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National Textiles and Garment Quality Supervision Inspection Center(Zhejiang)
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DECLARATION

1. Our organization guarantees impartiality, independence and honesty of inspection, and is responsible for the results of
inspection, keeping the samples supplied by the entrusting party confidential and at the same time protecting the ownership of
the samples supplied.

2. The test report will be deemed invalid without sig of the insp /reviewer and authorized personnel, and the red
special inspection stamp of our organization.

3. The test report will be invalid if it is altered. Copies of the report are invalid without the red special inspection stamp of our
organization.

4. The test results shown in this report is only valid for the tested sample.

5. All the pages of the report are integral parts of the report. Our organization will not be responsible for any
misunderstanding or other results caused by using separate page(s) of the report.

6. If there is any dlssen( of the repon, the entrusting party shall notify our organization timely. For the mandatory inspection
given by go inistration departments, and dissent about the sample being tested or test results on the report
should be dealt with in accordnncc with national regulations.

WA % Tl 5 R AT 50 B e B B AR T L
The Affiliated Inspection Centers

MEéﬁlﬂmﬁEﬁ%W%ﬁ BRI 0571-85122669
Light Industrial Products InspectionandResearchInstitute Telephone: 0571-85122669
EFHR%FWIEE&E&%‘F'U (¢:31)

Natlonal Textiles and Garment Quality Supervision Inspection Center(Zhejiang) E-Mail: 1137907994@qq.com
Hohik: AT HBM AL X FE0H 300 5 6 S
Address: Building No.6, 300 XiaSha Road, Hangzhou, Zhejiang

B K SR b B R Pl (UL BERHIE: 0571-89009556
National Center for Quality Supemsnon [nspecnon of Furniture(Zhejiang) Telephone: 0571-89009556
L E EA LR KA SRR O

Zhejiang Center of Quality Test for Indoor Safety and Fumiture Products E-Mail: 2047699564@qq.com

Mkl HHT BN T ABUX REEHEZ B | S REKRFFHE 4 S
Address: Building 4 LiangZhu University Science and Technology Park, No.1,
JingYi Rd, Yuhang District, Hangzhou, Zhejiang

LA BT R AL SRR L BEZ i 0571-89001107
Zhejiang Center of Quality Test for Light Industry and Hardware Products Telephone: 0571-89001107
rﬁﬂé‘%ﬁﬁﬁ B R

Zhejiang Center of Quality Test for Sports Products E-Mail: wujtest@]26.com

Huhk: ARTE BN HTPEHIX K E 1LEK 222 5 3
HTTL A UM 7 A X Eﬁﬁjk%~% 1 % RAEKFREIE 3 St
Address: No. 222 Tianmushan Rd., Hangzhou, Zhejiang
Building 3 LiangZhu University Science and Technology Park, No.1,
JingYi Rd., Hangzhou, Zhejiang

B SR & A ol (D XA HIE: 0571-85027738
National Center for Quah&g Superwsmn Inspection of Lock(Zhejiang) Telephone: 0571-85027738
WL LR SRR R L

Zhejiang Center of Quality Test for Lock Products E-Mail: Locktest@126.com

Sudik: AL AU RS 24 5
Address: No. 24 Tangmiao Rd., Hangzhou, Zhejiang

W NV 2 FAR S A http//www.zjttj.cn:807 HUFELTE: 0571-85023552
Online Business-Reception/Report Inquires: http// www.zjttj.cn:807 Complaint Tel: 0571-85023552




Delivery in Plastic or Boxes

selt priming filter type
anti particle respirator
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